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Corrections and Removals Regulation, as specified in 21 CFR Part 806. Specifically,
your firm failed to report to FDA within 10 days of initiating a correction and removal
action involving an overheating and damage issue to your oxygen concentrators. Your
firm notified your customers of this corrective action by letter dated June 28, 2000.

We also acknowledge receipt of your letter dated June 15, 2001 to the form FDA 483 that
was issued to your firm on June 8, 2001. We have completed our review of your letter
and have determined that it does not adequately address our concemns. Specifically, your
letter states that your firm will re-examine your procedures and processes and make the
necessary changes to prevent recurrence. Your letter does not describe any corrective
measures undertaken by your company or the supporting documents associated with
those corrective and preventive actions.

This letter is not intended to be an all-inclusive list of deficiencies at your facility. It is
your responsibility to ensure adherence to each requirement of the Act and regulations.
The specific violations noted in this letter and in the Form FDA 483 issued at the
conclusion of the inspection may be symptomatic of serious underlying problems in your
firm’s manufacturing and quality assurance system. You are responsible for investigating
and determining the causes of the violations identified by the FDA. If the causes are
determined to be systems problems, you must promptly initiate permanent corrective
actions.

Federal Agencies are advised of the issuance of all Warning Letters about devices so that
they may take this information into account when considering the award of contracts.
Additionally, no pre-market submissions for devices to which the GMP deficiencies are
reasonably related will be cleared until the violations have been corrected. Also, no
requests for Certificates For Exportability will be approved until the violations related to
the subject devices have been corrected.

You should take prompt action to correct these deviations. Failure to promptly correct
these deviations may result in regulatory action being initiated by the Food and Drug
Administration without further notice. These actions include, but are not limited to,
seizure, injunction, and/or civil penalties.

Please notify this office in writing within 15 working days of receipt of this letter, of the
specific steps you have taken to correct the noted violations, including an explanation of
each step being taken to identify and make corrections to any underlying systems
problems necessary to assure that similar violations will not recur. If corrective action
cannot be completed within 15 working days, state the reason for the delay and the time
within which the corrections will be completed.
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If you have any questions relating to this letter please contact Senior Compliance Officer,
Dannie E. Rowland at (949) 798-7649.

Please submit your response to:

Thomas L. Sawyer

Director, Compliance Branch

Food and Drug Administration

19900 MacArthur Boulevard, Suite 300
Irvine, CA 92612-2445

Sincerely,

Ay e
Alonza E. Cruse

District Director
Los Angeles District Office

Cc: State Department of Public Health
Environmental Health Services
Attn: Chief, Food and Drug Branch
601 North 7™ Street, MS-35

Sacramento, CA 94234-7320



